Here, we present a surface-enhanced Raman spectroscopy (SERS) nanosensor for environmental pollutants detection. This study was conducted on three polycyclic aromatic hydrocarbons (PAHs): benzo[a]pyrene (BaP), fluoranthene (FL), and naphthalene (NAP). SERS substrates were chemically functionalized using 4-dodecyl benzenediazonium-tetrafluoroborate and SERS analyses were conducted to detect the pollutants alone and in mixtures. Compounds were first measured in water-methanol (9:1 volume ratio) samples. Investigation on solutions containing concentrations ranging from 10 −6 g L −1 to 10 −3 g L −1 provided data to plot calibration curves and to determine the performance of the sensor. The calculated limit of detection (LOD) was 0.026 mg L −1 (10 −7 mol L −1 ) for BaP, 0.064 mg L −1 (3.2 × 10 −7 mol L −1 ) for FL, and 3.94 mg L −1 (3.1 × 10 −5 mol L −1 ) for NAP, respectively. The correlation between the calculated LOD values and the octanol-water partition coefficient (K ow ) of the investigated PAHs suggests that the developed nanosensor is particularly suitable for detecting highly non-polar PAH compounds. Measurements conducted on a mixture of the three analytes (i) demonstrated the ability of the developed technology to detect and identify the three analytes in the mixture; (ii) provided the exact quantitation of pollutants in a mixture. Moreover, we optimized the surface regeneration step for the nanosensor.
Introduction
As part of the latest European Water Framework Directives (Directives 2000/60/EC, 2006/118/EC, and 2006/11/EC), the development of analytical tools allowing on-site, accurate, and sensitive detection of pollutants in environmental waters is of primary importance. Although extensive efforts fine-tuned given the wide variety of available diazonium salts and stable grafted organic layers [61] [62] [63] [64] [65] [66] [67] [68] , thereby ensuring sensor robustness. Therefore, we studied a diazonium-salt-functionalized SERS sensor for the detection and the quantitation of three PAHs. Among the 130 PAHs released into the environment, benzo[a]pyrene (BaP), fluoranthene (FL), and naphthalene (NAP) belong to the priority substances under the European Water Framework Directive (2000/60/EC) and the United States Environment Protection Agency. The investigation of selected pollutants was conducted to demonstrate the proof-of-concept of this novel SERS nanosensor for compound sensing. PAH compounds were analyzed alone and in mixture. Investigations of the targeted compounds were carried out with different concentrations prepared in water-methanol (9:1 volume ratio) solutions. Calibration curves and detection limits were established for each compound. Moreover, given that the preconcentration of targeted molecules at the nanosensor surface is essentially based on weak molecular forces, we tested the possibility of regeneration and reuse of the developed nanosensor.
Materials and Methods

Reagents
Diethyl ether (≥98%), tetrafluoroboric acid (49.5-50.5%), sodium nitrite (≥97%), 4-dodecylaniline (97%), benzo[a]pyrene (≥96% HPLC), fluoranthene (98%), and naphthalene (99%) were purchased from Sigma-Aldrich and used without further purification. Ethanol (96%) and methanol (100%) were purchased from VWR; sulfuric acid (95-98%) was purchased from JT Baker. Milli-Q water (resistivity of 18.2 MΩ cm −1 ) was used in all experiments.
Diazonium Salt Chemical Synthesis
4-dodecyl benzenediazonium-tetrafluoroborate (DS-C 10 H 21 ), was synthesized regarding the reaction between aryl amines and sodium nitrite at 0 • C [69] . Briefly, the primary amine (4 × 10 −3 mol L −1 ) was dissolved in a tetrafluoroboric acid (HBF 4 ) solution and the mixture was then cooled for 15 min. A precooled aqueous sodium nitrite (4.3 × 10 −3 mol L −1 ) solution was added dropwise to the acid amine mixture under stirring. The mixture was then allowed to react for 40 min. The obtained precipitate was filtered through a 0.2 µm cellulose ester filter (Whatman) and generously washed with milli-Q water. The diazonium salt was purified by re-crystallization in diethyl ether for 48 h at 6 • C. Afterwards, the prepared salt was dried under vacuum and preserved at −20 • C.
The synthesized diazonium salt was characterized by nuclear magnetic resonance (NMR). Spectra were recorded using a Bruker Avance III 400 MHz instrument in a d 6 
SERS Substrate
Commercially available gold nanorod arrays (Wavelet) (hereafter referred to as gold nanostructures, GNSs) were purchased from S.T. Japan and were used in this study as SERS active substrates.
Surface Functionalization
Chemical (spontaneous) grafting of the diazonium salt was performed by immersing SERS substrates in a 30 mL solution containing the diazonium salt (10 −3 mol L −1 ) dissolved in H 2 SO 4 (10 −3 mol L −1 ). Substrates were then incubated for 12 h at +4 • C. They were then rinsed under mild stirring by immersion in (i) milli-Q water (3 times) and (ii) pure methanol (3 times), for 10 min for each immersion. Afterwards, the functionalized substrates were dried under a mild nitrogen flux.
Solutions of the Targeted Compounds
Benzo[a]pyrene (BaP), fluoranthene (FL), and naphthalene (NAP) were used in this study to test the ability of the diazonium-salt-based SERS sensor to detect the PAH compounds. These PAHs were selected for their different solubility values related to their polarity defined by the octanol-water partition coefficient, K OW . The K OW of each compound is summarized in Table 1 . Table 1 . Physical properties of the selected targeted pollutants [70] . 
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Benzo[a]pyrene (BaP), fluoranthene (FL), and naphthalene (NAP) were used in this study to test the ability of the diazonium-salt-based SERS sensor to detect the PAH compounds. These PAHs were selected for their different solubility values related to their polarity defined by the octanol-water partition coefficient, KOW. The KOW of each compound is summarized in Table 1 . Due to solubility issues, stock solutions were prepared by dissolving the targeted pollutants in pure methanol (MeOH). Stock solutions of BaP, FL, and NAP were prepared at different concentrations as follows: 10 mg L −1 for BaP, 200 mg L −1 for FL, and 1000 mg L −1 for NAP, and were stored at −20 °C. Stock solutions were diluted daily with milli-Q water (10% of pollutant stock solution in 90% of water % v/v) to obtain stock solutions which were then stored at +4 °C and used for further dilution, keeping a constant volume ratio (9:1) between milli-Q water and MeOH.
Nanosensor Surface Regeneration
The preconcentration of the targeted pollutants on the SERS nanosensors was driven by weak interactions with the DS-C10H21 layer, such as hydrophobic interactions and/or π−π stacking (Scheme 1). To regenerate the surface, MeOH was found to be an efficient solution. Thus, after performing the detection of the targeted pollutants, the SERS nanosensors were regenerated with MeOH for 30 min. Scheme 1. General illustration of nanosensor surface functionalization and preconcentration of the targeted compounds via weak interactions. Gold Nanostructures GNSs, DS-C10H21, 4-dodecyl benzenediazonium-tetrafluoroborate diazonium salt.
Raman and SERS Measurements
Raman and SERS measurements were performed using a transportable micro-Raman spectrometer prototype designed by HORIBA Scientific for on-site applications. The instrumental set-up was equipped with a 691 nm laser diode (Ondax) and a 60× magnification objective (0.7 N.A.) 
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Raman and SERS measurements were performed using a transportable micro-Raman spectrometer prototype designed by HORIBA Scientific for on-site applications. The instrumental set-up was equipped with a 691 nm laser diode (Ondax) and a 60× magnification objective (0.7 N.A.) with a collar for glass correction (Olympus). The spectral range was recorded from 400 to 2100 cm −1 with a spectral resolution better than 4 cm −1 . For SERS experiments, the laser power was set to 4 mW to avoid molecular degradation induced by photochemical or thermal effects. The integration time for SERS measurements was set to 20 s with three accumulations to reach a relevant signal-to-noise ratio. Spectral calibration was performed daily on a crystalline silicon sample (peak position at 520 cm −1 ). A fluidic cell located above the microscope objective allowed the sample solutions to flow onto the SERS substrate.
Chemometrics
To remove the Raman and SERS spectral background in a similar way for all spectra, leaving the analytical signal intact, an algorithm was programmed in MatLab 7.0.1 based on [71, 72] . Background correction was possible by minimizing the following S function:
where y is the signal intensity for each i wavenumber, z is the baseline, λ is the smoothing parameter, and p is the asymmetric parameter as κ i = p if y i > z i and κ i = 1 -p otherwise. The last term was defined as follows:
The two parameters needed for the calculations, p and λ, were set to 10 3 and 10 −3 , respectively. However for the diazonium-salt-based system during the detection of BaP, the λ value was set to 10 4 to remove fluorescence induced by impurities. Figure S1 illustrates the background removal process.
Results and Discussion
Diazonium Salt Based Surface Functionalization
Surface functionalization by aryldiazonium is a convenient method leading to a robust, grafted organic coating. Grafting can be accomplished by either chemical (spontaneous grafting) [65] [66] [67] [68] , electrochemical [62] [63] [64] , or photochemical methods [73, 74] . A spontaneous grafting strategy was used in this study to functionalize SERS-active substrates. The substrates were immersed in a diazonium salt (DS-C 10 H 21 ) solution and incubated at +4 • C for 12 h. The temperature control during the functionalization step is important to drive the covalent grafting and at the same time reduce the rate of spontaneous polymerization [75] . Functionalized substrates were then investigated using SERS. The SERS spectra for DS-C 10 H 21 -GNSs are shown in Figure 1 . These spectra are presented in real intensities with the SERS spectral background removed using the algorithm detailed in the Material and Methods section. Because the complete characterization of DS-C 10 H 21 -GNSs can be found in the literature [61] , here we just briefly mention that the recorded spectra have a number of features in the spectral ranges that represent the vibrations related to the aromatic ring (see Figure S2 for direct comparison between the SERS spectra of the grafted phenyl derivative and the Raman spectrum of the synthesized diazonium salt). The peak at 1079 cm −1 for DS-C 10 H 21 assigned to the C-H in-plane bending mode coupled with the C-N stretching mode [76] constitutes the signature of the coating. Thus, this peak was used as an internal reference during the quantitation of the detected pollutants. Moreover, this peak does not overlap with the Raman signature of the targeted pollutants (see Figure 1) , providing further support for selecting this internal reference.
Detection of PAHs
Diazonium-salt-based SERS substrates were then evaluated on the sensing of the targeted compounds. Thus, functionalized SERS substrates were incubated in pollutant solutions for 30 min. Investigated concentrations for the initial test were 0.75 mg L −1 for BaP, 5 mg L −1 for FL, and 50 mg L −1 for NAP. After incubation, SERS spectra were measured in six different randomly selected areas on the substrates, covering the entire substrate surface. Averaged spectra for BaP, FL, and NAP detection are shown in Figure 1A -C, respectively. All SERS spectra are presented with removed background.
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Raman SERS Raman SERS  Raman  SERS  615  615  562  562  509  511  1215  1215  671  672  762  762  1236  1239  803  803  1021  1021  1345  1345  1018  1018  1382  1382  1389  1385  1104  1104  1577  1577  1623  1623  1269  1270  1612  1612 The interaction between the analyte and the coating layer did not induce important shifts in the position of the pollutant peaks. Hence, most of the peak positions were nearly identical to those of the Raman reference spectra. However, in the case of the preconcentration of BaP ( Figure 1A) , the peak at 1236 cm −1 corresponding to the ring stretching and the C-H stretching modes was found shifted 3 cm −1 upwards towards higher wavenumbers after adsorption on the nanosensor surface, whereas the peak observed at 1389 cm −1 assigned to C-C ring stretching shifted 4 cm −1 downwards to lower wavenumbers. Spectral differences mostly related to the vibrational mode intensities were observed for FL ( Figure 1B ). For instance, the peaks around 1400 cm −1 were very weakly enhanced in the SERS spectrum. Such weak spectral modifications may be due to weak interactions between the pollutants and the functionalization layer. . The black and red spectra correspond to the SERS signals before and after incubation in the pollutants solutions, respectively. Blue spectra in (A-C) correspond to the Raman reference spectra for BaP, FL, and NAP, respectively, acquired on powder. Red and blue spectra are shifted vertically for better visualization. Red arrows indicate the peaks of detected pollutants.
Sensing Performance
The successful preconcentration and sensing of the targets by the DS-C 10 H 21 -based SERS sensor was validated after the observation of characteristic fingerprint peaks of each pollutant as summarized in Table 2 . Table 2 . Positions in cm −1 of the main polycyclic aromatic hydrocarbon (PAH) bands observed in the Raman and SERS spectra (see [77, 78] for assignments). Raman  SERS  615  615  562  562  509  511  1215  1215  671  672  762  762  1236  1239  803  803  1021  1021  1345  1345  1018  1018  1382  1382  1389  1385  1104  1104  1577  1577  1623  1623  1269  1270  1612  1612 The interaction between the analyte and the coating layer did not induce important shifts in the position of the pollutant peaks. Hence, most of the peak positions were nearly identical to those of the Raman reference spectra. However, in the case of the preconcentration of BaP (Figure 1A) , the peak at 1236 cm −1 corresponding to the ring stretching and the C-H stretching modes was found shifted 3 cm −1 upwards towards higher wavenumbers after adsorption on the nanosensor surface, whereas the peak observed at 1389 cm −1 assigned to C-C ring stretching shifted 4 cm −1 downwards to lower wavenumbers. Spectral differences mostly related to the vibrational mode intensities were observed for FL ( Figure 1B ). For instance, the peaks around 1400 cm −1 were very weakly enhanced in the SERS spectrum. Such weak spectral modifications may be due to weak interactions between the pollutants and the functionalization layer.
After having first proven the ability of the developed DS-C 10 H 21 -based nanosensor to preconcentrate (the targeted) compounds, calibration curves were established to compare the analytical performance of the nanosensor for each pollutant. To do so, the substrate was fixed on the microfluidic cell of the Raman set-up and solutions with increasing concentrations of pollutants were injected onto the substrate at a flow rate of 3 µL min −1 for 30 min for each solution. were tested to establish the calibration curve. Between each concentration, SERS measurements were carried out on six different areas on the surface. Averaged spectra are shown in Figure 2A , focusing on the peak of BaP at 1239 cm −1 (the full spectral range of averaged SERS spectra can be seen in Figure S3 ). The calibration curve was plotted using the relative intensity of this peak compared with the intensity of the characteristic peak of the coating (i.e., the peak at 1079 cm −1 ) as a function of the analyte concentration ( Figure 2B ). 
Benzo[a]pyrene (BaP) Calibration Curve
BaP solutions with concentrations increasing from 0.1 mg L −1 to 0.75 mg L −1 (0.4-3.0 μmol L −1 ) were tested to establish the calibration curve. Between each concentration, SERS measurements were carried out on six different areas on the surface. Averaged spectra are shown in Figure 2A , focusing on the peak of BaP at 1239 cm −1 (the full spectral range of averaged SERS spectra can be seen in Figure  S3 ). The calibration curve was plotted using the relative intensity of this peak compared with the intensity of the characteristic peak of the coating (i.e., the peak at 1079 cm −1 ) as a function of the analyte concentration ( Figure 2B ). The calibration curve was then fitted using the Langmuir adsorption isotherm expressed as follows:
where is the normalized SERS intensity, is the adsorption constant, and is the analyte concentration.
The calibration plot was found to be linear over the range of 0.1-0.5 mg L −1 (0.4-2.0 μmol L −1 ) but surface saturation was not reached. The limiting factor was the solubility of BaP in the milli-Q waterMeOH (9:1 volume ratio) solution.
The slope of the linear regression on the low concentrations (insert in Figure 3B ) was used for the calculation of the LOD and the LOQ. LOD is defined as the lowest concentration of analyte in the sample that can be detected [79] and can be calculated using the following formula [80] : LOD = 3 σ/s, where s is the slope of calibration curve and σ is the standard deviation of the blank response. LOQ is the lowest concentration of an analyte that can be determined with acceptable precision and accuracy. LOQ was calculated using the same formula that was used for the calculation of LOD with The calibration curve was then fitted using the Langmuir adsorption isotherm expressed as follows:
where I is the normalized SERS intensity, K is the adsorption constant, and c is the analyte concentration.
The calibration plot was found to be linear over the range of 0.1-0.5 mg L −1 (0.4-2.0 µmol L −1 ) but surface saturation was not reached. The limiting factor was the solubility of BaP in the milli-Q water-MeOH (9:1 volume ratio) solution.
The slope of the linear regression on the low concentrations (insert in Figure 3B ) was used for the calculation of the LOD and the LOQ. LOD is defined as the lowest concentration of analyte in the sample that can be detected [79] and can be calculated using the following formula [80] : LOD = 3 σ/s, where s is the slope of calibration curve and σ is the standard deviation of the blank response. LOQ is the lowest concentration of an analyte that can be determined with acceptable precision and accuracy. LOQ was calculated using the same formula that was used for the calculation of LOD with a confidence level increased to 10: LOQ = 10 σ/s. The calculated LOD and LOQ for BaP were 0.026 mg L −1 (0.10 µmol L −1 ) and 0.087 mg L −1 (0.34 µmol L −1 ), respectively (Table 3) .
Fluoranthene (FL) Calibration Curve
The calibration curve for FL was performed using the same protocol as that for BaP. In comparison with BaP, the investigated concentrations of FL ranged from 0.1 mg L −1 to 5 mg L −1 (0.5-25 µmol L −1 ) due to its higher solubility (see Table 1 ). As before, between each concentration, SERS was measured on six different areas on the surface. Averaged spectra are shown in Figure 3A , focusing on the peak at 1104 cm −1 (the full spectral range of the averaged SERS spectra is given in Figure S4 ). Assigned to the FL C-C in-plane stretching mode, this peak was the most intense band observed in the SERS spectrum ( Figure 1B) . It was thus selected to establish the calibration curve ( Figure 3B ), in which the relative intensity of this peak compared with the intensity of the peak at 1079 cm −1 -characteristic of the diazonium salt DS-C 10 H 21 -was plotted as a function of the FL concentration. 
The calibration curve for FL was performed using the same protocol as that for BaP. In comparison with BaP, the investigated concentrations of FL ranged from 0.1 mg L −1 to 5 mg L −1 (0.5-25 μmol L −1 ) due to its higher solubility (see Table 1 ). As before, between each concentration, SERS was measured on six different areas on the surface. Averaged spectra are shown in Figure 3A , focusing on the peak at 1104 cm −1 (the full spectral range of the averaged SERS spectra is given in Figure S4 ). Assigned to the FL C-C in-plane stretching mode, this peak was the most intense band observed in the SERS spectrum ( Figure 1B) . It was thus selected to establish the calibration curve ( Figure 3B ), in which the relative intensity of this peak compared with the intensity of the peak at 1079 cm −1 -characteristic of the diazonium salt DS-C10H21-was plotted as a function of the FL concentration. At values greater than 3 mg L −1 , there is a plateau, indicating that the adsorption equilibrium was reached. The calibration curve can be considered linear in the range of 0.1-0.5 mg L −1 . The LOD of FL was calculated to be 0.064 mg L −1 (0.32 μmol L −1 ). The calculated LOQ value was 0.214 mg L −1 (1.06 μmol L −1 ).
Naphthalene (NAP) Calibration Curve
For the study of NAP pre-concentration and detection, SERS measurements were carried out as previously described in milli-Q/MeOH (9:1 v/v) media containing different concentrations of NAP ranging from 1 mg L −1 up to 50 mg L −1 (7.8-390 μmol L −1 ). NAP peaks observed in the SERS spectra are shown in Figure 1C and summarized in Table 2 . Figure 4A focuses on the increase in the intensity of the peak located at 1382 cm −1 , assigned to the C=C stretching mode (the full spectral range averaged SERS spectra are shown in Figure S5 ). This peak was chosen to establish the calibration curve shown in Figure 4B since it is the only one that does not overlap with the vibrational signature of the grafted diazonium salt. At values greater than 3 mg L −1 , there is a plateau, indicating that the adsorption equilibrium was reached. The calibration curve can be considered linear in the range of 0.1-0.5 mg L −1 . The LOD of FL was calculated to be 0.064 mg L −1 (0.32 µmol L −1 ). The calculated LOQ value was 0.214 mg L −1 (1.06 µmol L −1 ).
For the study of NAP pre-concentration and detection, SERS measurements were carried out as previously described in milli-Q/MeOH (9:1 v/v) media containing different concentrations of NAP ranging from 1 mg L −1 up to 50 mg L −1 (7.8-390 µmol L −1 ). NAP peaks observed in the SERS spectra are shown in Figure 1C and summarized in Table 2 . Figure 4A focuses on the increase in the intensity of the peak located at 1382 cm −1 , assigned to the C=C stretching mode (the full spectral range averaged SERS spectra are shown in Figure S5 ). This peak was chosen to establish the calibration curve shown in Figure 4B since it is the only one that does not overlap with the vibrational signature of the grafted diazonium salt. The calibration curve was found to be linear over the investigated range. The calculated LOD and LOQ values were 3.9 mg L −1 (30 μmol L −1 ) and 13 mg L −1 (0.1 mmol L −1 ), respectively (Table 3 ). 
Analysis in a Mixture of Analytes
An experiment using a mixture of the three investigated pollutants was performed to further assess the feasibility of the designed nanosensor for PAHs sensing in water samples and to demonstrate the SERS spectra suitability for on-site screening purposes. For this experiment, a mixed solution of BaP (0.75 mg
, and NAP (5 mg L −1 , 39 μmol L −1 ) was prepared in pure water-MeOH (9:1 volume ratio) media. The concentration of BaP was notably lower due to the solubility issue discussed above. The SERS substrate was exposed to the prepared mixture for 30 min before starting SERS measurements. The averaged SERS spectra obtained before and after substrate exposure to the pollutants are shown in Figure 5 . At the selected concentrations, BaP and FL were detected and well identified. However, most NAP peaks overlapped either the signal of the coating (i.e., at 1022 cm −1 ) or the signal of the other analytes (i.e., the peak used for establishing the calibration curve for NAP at 1382 cm −1 was found combined with the signal of BaP). Nonetheless, it showed one weak, but characteristic peak at 762 cm −1 . Together, these results demonstrate that the SERS nanosensor can detect the different pollutants in a mixed solution and that we can clearly identify them by using their spectral signatures. However, the quantitation of BaP, FL, and NAP in the mixture is more problematic, as discussed below. The calibration curve was found to be linear over the investigated range. The calculated LOD and LOQ values were 3.9 mg L −1 (30 µmol L −1 ) and 13 mg L −1 (0.1 mmol L −1 ), respectively (Table 3 ). Table 3 . Summarized limit of detection (LOD) and limit of quantitation (LOQ) values for all targeted pollutants.
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Feasibility of the Nanosensor for Sensing Polycyclic Aromatic Hydrocarbons
The results obtained on targeted pollutants in their individual solutions and in mixture provide important information on (i) the sensor effectiveness for PAH sensing and (ii) the sensor selectivity for BaP, FL, or NAP. First, the LOD concentrations for the investigated PAH compounds varied by two orders of magnitude (Table 3) between BaP and NAP. The correlation of the observed LOD values versus the log of the Kow factor of the investigated analytes is given in Figure 6 . This curve suggests that the hydrophobic coating of the sensor is more suitable for the preconcentration of highly non-polar PAH compounds. This relationship is confirmed by the results obtained from the detection of pollutants in the mixed solution. Figure 6 shows the relative SERS intensity of the pollutant peaks calculated as follows: 
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The results obtained on targeted pollutants in their individual solutions and in mixture provide important information on (i) the sensor effectiveness for PAH sensing and (ii) the sensor selectivity for BaP, FL, or NAP. First, the LOD concentrations for the investigated PAH compounds varied by two orders of magnitude (Table 3) between BaP and NAP. The correlation of the observed LOD values versus the log of the Kow factor of the investigated analytes is given in Figure 6 . This curve suggests that the hydrophobic coating of the sensor is more suitable for the preconcentration of highly non-polar PAH compounds. This relationship is confirmed by the results obtained from the detection of pollutants in the mixed solution. Figure 6 shows the relative SERS intensity of the pollutant peaks calculated as follows: The relative intensity of NAP was then found to be 0.14%. The calculated relative intensities of the PAHs peaks in the SERS spectra obtained in the mixed solution confirmed that the strength of the interaction between the coating layer and the analyte have a strong influence on the preconcentration and thus on the detection of the analytes. Highly hydrophobic molecules having a high K ow value will be easier to detect and will exhibit lower LOD. Moreover, the SERS nanosensor allowed the detection of BaP with a sensitivity comparable to the detection carried out using colloidal nanoparticles [81, 82] .
Surface Regeneration
To demonstrate the reusability of the developed nanosensor, we performed regeneration experiments using a pure MeOH solution to remove the adsorbed PAHs from the sensor surface. For each step of regeneration, MeOH was injected and circulated in the fluidic cell for 30 min. To determine the impact of the surface regeneration step on the nanosensor performance, we screened for BaP at a concentration of 0.75 mg L −1 . For this demonstration, BaP was selected for its strong interaction with the coated layers (as discussed above). Figure 7 summarizes the results of (i) SERS signal intensities for the peak at 1079 cm −1 assigned to the DS-C 10 H 21 coating and (ii) the SERS intensity ratio between the peak of BaP at 1236 cm −1 and the peak of the DS-C 10 H 21 coating for each experimental step (detection and washing). The surface regeneration process did not affect the stability of the functionalization layer, and the average intensity of the peak was found to be nearly constant with a variation of 11% between the different experimental steps. Moreover, several cycles of BaP screening show highly reproducible SERS signals of the analyte with an average intensity ratio of 0.152 with a standard deviation lower than 5%. This result demonstrates that the nanosensor surface can be washed and therefore reused several times without affecting the detection efficiency. 
Detection Reproducibility and Repeatability
The high reproducibility and repeatability of the SERS signal of the developed nanosensor is of primary importance for its application to quantitative analyte detection. Statistical analysis was carried out to estimate the repeatability of the SERS signal intensity between various spots on the substrate as well as to define reproducibility between two functionalized nanosensors. For this, SERS spectra of BaP at a concentration of 0.75 mg L −1 were recorded on six individual spots for two substrates. By comparing the calculated relative intensity ratios between the signal of BaP and the signal of the coating (I1236 cm −1 /I1079 cm −1 ), we attained very reproducible targeted pollutant detection. Calculated average values were 0.147 and 0.152 for different substrates with a coefficient of variation of 15% and 13%, respectively. These results indicate that commercially available Wavelet SERS substrates functionalized with a diazonium salt can be considered as a repeatable and reproducible SERS solution. To further demonstrate the suitability of our diazonium salt-SERS solution, we compared it with a popular commercial SERS substrate, Klarite, for which a coefficient of variation of 45% has been reported from the measurement of benzenethiol grafted to the surface [83] . Moreover, the low coefficient of variation observed from spot-to-spot measurements suggests that DS-C10H21 diazonium-salt-based surface functionalization offers robust and homogeneous surface coverage.
Conclusions
Here, we demonstrated a novel approach for the decoration of a SERS nanosensor for the reversible and reproducible detection of non-polar pollutants. Diazonium salt (DS-C10H21) was tested for substrate surface functionalization and for subsequent preconcentration of the targeted compounds. Spontaneous DS-C10H21 layer formation was found to be highly reproducible under the operating conditions. During this conceptual study, we demonstrated the detection of BaP, FL, and NAP with LOD values of 0.026 mg L −1 (0.1 μmol L −1 ), 0.064 mg L −1 (0.32 μmol L −1 ), and 3.94 mg L −1 (31 μmol L −1 ), respectively. The LOD concentrations of the detected compounds were strongly correlated 
Detection Reproducibility and Repeatability
The high reproducibility and repeatability of the SERS signal of the developed nanosensor is of primary importance for its application to quantitative analyte detection. Statistical analysis was carried out to estimate the repeatability of the SERS signal intensity between various spots on the substrate as well as to define reproducibility between two functionalized nanosensors. For this, SERS spectra of BaP at a concentration of 0.75 mg L −1 were recorded on six individual spots for two substrates. By comparing the calculated relative intensity ratios between the signal of BaP and the signal of the coating (I 1236 cm −1 /I 1079 cm −1 ), we attained very reproducible targeted pollutant detection.
Calculated average values were 0.147 and 0.152 for different substrates with a coefficient of variation of 15% and 13%, respectively. These results indicate that commercially available Wavelet SERS substrates functionalized with a diazonium salt can be considered as a repeatable and reproducible SERS solution. To further demonstrate the suitability of our diazonium salt-SERS solution, we compared it with a popular commercial SERS substrate, Klarite, for which a coefficient of variation of 45% has been reported from the measurement of benzenethiol grafted to the surface [83] . Moreover, the low coefficient of variation observed from spot-to-spot measurements suggests that DS-C 10 H 21 diazonium-salt-based surface functionalization offers robust and homogeneous surface coverage.
Conclusions
Here, we demonstrated a novel approach for the decoration of a SERS nanosensor for the reversible and reproducible detection of non-polar pollutants. Diazonium salt (DS-C 10 H 21 ) was tested for substrate surface functionalization and for subsequent preconcentration of the targeted compounds. Spontaneous DS-C 10 H 21 layer formation was found to be highly reproducible under the operating conditions. During this conceptual study, we demonstrated the detection of BaP, FL, and NAP with LOD values of 0.026 mg L −1 (0.1 µmol L −1 ), 0.064 mg L −1 (0.32 µmol L −1 ), and 3.94 mg L −1 (31 µmol L −1 ), respectively. The LOD concentrations of the detected compounds were strongly correlated with their physicochemical properties. The observed selectivity of the coated nanosensor favoring highly non-polar molecules such as BaP suggests that the preconcentration of aromatic pollutants can be optimized by varying the nature of the aryldiazonium salt used for surface functionalization.
The level of BaP detection obtained in this study is comparable with that documented in the literature using colloidal nanoparticles. Given that the major drawback of colloidal nanoparticles' application for pollutant monitoring is signal reproducibility, our proposed nanosensor functionalized with diazonium salt holds great promise for applications to in situ measurements due to its demonstrated sensitivity, reproducibility, repeatability, and reusability. 
